
REGARDLESS OF THE KIND OF MEASURE- 

ment being made, you must always 
consider the accuracy or tolerance of 
the tool you're using. Sometimes, 
overall accuracy isn't important be- 
cause all that's needed is an approx- 
imation of a circuit's voltage, current, 
frequency, or whatever. But in most 
cases, simply using an approximation 
isn't good enough when the tech- 
nology becomes more complex; in 
f.hoseinstances, a more precise degree 
of accuracy is necessary. The general 
rule regarding measurement-accuracy 
is for the test equipment to be at least 
ten times more accurate than the pa- 
rameter being measured. 

Measurement standards, to which 
all other standards of measurement 
are compared, are set for the United 
States by the National Bureau of Stan- 
dards (NBS), a branch of the U.S. 
Department of Commerce. Cali- 
brated measurement devices having 
documented proof of being compared 
to the primary standards at NBS are 
referred to as secondary standards. 
(A system of secondary standards 
have been worked out world-wide for 
use by anyone who has a need for such 
accuracy.) 

NBS distributes time and frequen- 
cy reference standards through a radio 
system known as WWV, which oper- 
ates on numerous shortwave frequen- 
cies. The system allows your time and 



You can use almost any TV as an 
accurate frequency reference. 

frequency standards to be calibrated 
by comparison to the WWV signals, a 
somewhat painstaking process. A 
simpler and more convenient way for 
the hobbyist and professional to cali- 
brate time and frequency measure- 
ment devices, with greater accuracy 
than most applications require, is by 
using a television-derived frequency 
standard. 

Color-TV precision 

When television broadcasting con- 
verted to color, in order to ensure uni- 
formity of color reproduction 
throughout the broadcast system, the 
three major networks agreed to care- 
fully control the accuracy of the color- 
subcarrier frequency. The subcarrier 
frequency of 3579545.454 Hz (3.58 
MHz) is derived from a precision 5- 
MHz oscillator controlled by a. 
rubidium atomic-standard that is di- 
rectly traceable to NBS. Since the 
synchronization pulses for locking 
the TV receiver's sweep circuits are 
derived from the 3.58-MHz color 
subcarrier, the TV's horizontal-sync 
(H-sync) pulses are directly traceable 
to NBS when viewing a network-ori- 
ginated broadcast. It is the NBS-refer- 
enced H-sync pulse that is used by the 
television-derived frequency standard 
to provide more useful reference fre- 
quencies for the electronic hobbyists 
and professional. 



How it works 

The television-derived frequency 
standard has three primary functions. 
First, the 3.58-MHz subcarrier is re- 
created by frequency-multiplying the 
H-sync pulse picked up by the stan- 
dard's antenna (which is a resonant 
circuit tuned to 3.58 MHz that is 
placed near a TV set). Second, a sub- 
multiple of the 3.58-MHz signal is 
used to tune and hold a phase-locked 
oscillator precisely on 1-MHz. Third, 
the 1-MHz signal is step-divided in 
10:1 steps to provide the user with 
output signals down to 1 Hz. 

The schematic is shown in Fig. 1. 
Ferrite-rod antenna LI is tuned by C2 
to parallel resonance near the TV 
horizontal-sweep frequency of 
15734.265 kHz. The voltage induced 
in the antenna is amplified by ICll-d 
— a logic-inverter that is biased for 
linear operation. It's output triggers 
IC1, a 555 timer operating as a mono- 
stable oscillator having a time delay 
(set by Rl and CI) of about 90 micro- 
seconds. The timer triggers on every 
other H-sync pulse, creating a 50% 
duty-cycle square- wave output of one- 
half the H-sync rate, or 7867.1325 
Hz. That signal is applied to one input 
(pin 14) of phase detector IC5. 

Meanwhile, IC2-a functions as a 
crystal-controlled oscillator whose 
output frequency can be "rubbered" 
(changed slightly) by capacitor CIO 
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FIG. 1— ALL FOUR SECTIONS OF IC2 are used for the crystal oscillator, while three 
parallel-connected sections of IC11 are used as the LED driver 




FIG. 2— TAKE EXTRA CARE THAT VARACTOR DIODE D1 is installed with the correct 
polarity, and double-check the connections to output selector switch S1 before applying 
power to the circuit. 



and varactor diode Dl; thus, the crys- 
tal-controlled oscillator becomes 
voltage-tunable. Capacitor CIO ad- 
justs the crystal close to the correct 
operating frequency, while the capac- 
itance determined by the voltage ap- 
plied to Dl through R9 determines the 
oscillator's precise output frequency. 

The remaining sections of IC2 are 
used as buffers to prevent loading the 
crystal. The output of the buffers, at 
test point TP1 , is divided by IC4 ( -h 5) 
and IC3 (>91) to 7867.1325 Hz, 
which is applied to the other input 
(pin 3) of phase detector IC5. The 
output voltage at IC5 pin 13 varies 
between zero and 12 volts, depending 
on the phase difference between the 
input signals on pins 3 and 14. The 
voltage at pin 13 is filtered by R7 and 
C3 and is used to correct the 3.58- 
MHz oscillator for a zero phase dif- 
ference at pins 3 and 14. ICS's output 
voltage (pin 1) is inverted and buffered 
by three paralleled sections of IC11, 
which drive lock-indicator LED1. 

Something useful 

So far, we have multiplied one-half 
of the horizontal -sweep frequency by 



455 to the color sub-carrier frequency 
of 3579545.454 Hz. Now let's see 
how we take such an odd frequency 
and convert it to something that is 
more useful. 

A common sub-multiple of both 
3.5 MHz and 1 MHz is used for phase 
comparison to lock IC8 to exactly 
1.000 MHz. The 3.58-MHz reference 
signal is divided by IC9 ( -MO) and 
IC10 (^63) to 5681.818 Hz. The fre- 
quency of 1 MHz divided by 176 is 
also 5681.818 Hz, so IC7 is connected 
as a divide-by- 176 counter in the feed- 
back path of IC8 , a phase-locked loop 
oscillator. IC8's free-running VCO 
frequency is set near 1 MHz by C8 and 
R5. Resistor RIO creates an offset so 
that the VCO is restricted to 1 
MHz± 100 kHz. Restricting the oper- 
ating range in that manner minimizes 
the jitter in the output signal caused 
by system noise when the device is in 
phaselock. 

The output at IC8 pin 1 3 is a voltage 
proportional to the difference in the 
frequency applied to pins 3 and 14. 
That voltage is filtered by Rll, R12, 
C4, and C7 and is used as the VCO's 
control voltage input at pin 9. The 



voltage at pin 9 tunes the VCO fre- 
quency until the signals applied to 
pins 3 and 14 are equal or phase-lock- 
ed. At phase-lock the VCO's output is 
a stable, high-accuracy square wave 
wave of 1.0000 MHz. To review, we 
have divided 3.58 MHz by 630 and 
then multiplied the result (5681.818 
Hz) by 176 to yield 1.0000 MHz. The 
original accuracy of the color sub- 
carrier (3.58 MHz) is transferred to 
the 1-MHz signal. 

A series of decade counters, 
1C12-IC17, divide the 1-MHz signal 
in decade steps to 1 Hz. Switch SI 
selects the desired output frequency 
signal and feeds it to emitter-follower 
Ql, whose output level is determined 
by potentiometer R13. Resistor R14 
ensures that the minimum output im- 
pedance will be 100 ohms. 

Getting it together 

While the device can be assembled 
on perforated wiring board if you're 
careful to keep lead lengths short, the 
best method is to use a printed-circuit 
board. A suitable pattern is shown in 
PC Service; alternately, the PC board 
can be ordered from the source given 
in the Parts List. 

The PC board's parts-placement di- 
agram is shown in Fig. 2. Begin stuff- 
ing the board by first installing the 
four jumpers, then the resistors and 
capacitors — taking particular care 
that the polarity of the electrolytic ca- 
pacitors is correct. Next, install 
XTAL1, using a drop of silicone-rub- 
ber adhesive to cement the crystal to 
the PC board to prevent damage. 

Finally, install the IC's, but take 
note that not all are oriented in the 
same direction; double-check the lo- 
cation of pin 1 when installing all IC's 
on the board. And just to be on the 
safe side, we suggest testing the 
power-supply section (including IC6) 
before installing the IC's. 

Clean the board with a solvent 
wash to remove the soldering flux, 
and then check the board closely for 
solder bridges, especiallly where the 
traces pass between the IC pins. 

The main circuit can be housed in a 
metal or plastic cabinet, and just 
about any kind of layout can be used 
for the components that are not 
mounted on the PC board. Figure 3 
shows the author's protoype. 

The antenna 

Antenna-coil LI should be 19.3 
millihenries ± 20%. The coil used for 



PARTS LIST 



All resistors are 'Vwatt, 5%. un- 
less otherwise noted. 

R1 82.000 ohms 

R2 1.5 mogonm 

R3 — 10 megohms 

R4- 22.000 ohms 

R5— 15.000 ohms 

R6— 470 ohms 

R7 3900 ohms 

R8— 10,000 ohms 

R9— 100.000 ohns 

R10— 33,000 ohms 

R11 -220.000 ohms 

R12 -39.000 ohms 

R13— 1000-ohm potentiometer 
^14—100 ohms 
'Capacitors 

C1— 0.001 (jlF, 50 volts, ceramic disk 

or Mylar 
C2— 0.0047 jxF, 50 volts, Mylar 
C3.C4— 0.1 jjlF, 50 volts, ceramic 

disk or monolithic axial 
C5.C6 — not used 

C7, C13— 220 pR 50 volts, ceramic 

disk or monolithic axial 
C8 — 56 pF, 50 volts, ceramic disk 



C9 — 33 pF, ceramic disk 
C10 — 5-60 pF, trimmer 
C11— 330 (xF, 35 volts, electrolytic 
C12— 47 |xF. 16 volts, electrolytic 

Semiconductors 

IC1— NE555 timer 

IC2- CD4001B quad NOR qatc 

IC3, IC7, IC10— CD40103B divide by 

N counter 
IC4. ICO. IC12-IC17 CD4017B de- 
cade counter 
ICS. IC8- CD4046B phasc-locK ioop 
iC6— 7812 12-volt regultor 
IC11 -CD-1069B hex inverter 
Q1— 2N3646 NPN transistor 
D1- -MV834 varacto r diode 
D2 — Bridge rectifier, 50 volt, 1 amp 
LED1 — light-emitting diode 

Other components 

F1— !4-amp fuse and holder 

J1 — phono jack 

J2 BNC jack 

L1— 19.3 mH, see text 

PL1— Phono plug 

PL2 — Power plug 



S1 — 10-position non-shorting rotary 
switch 

S2 SPST toggle switch 

T1— -12-volt PC-mounting power 
transformer 

X I'AH -3.58-MHz. type HC-18 color- 
burst crystal 

Miscellaneous: PC board. 70-fect 
No. 30 enameled wire. : <- ■ 4-inch 
ferrite rod, enclosure. 



Note. The following are available 
from Pershing Technical Ser- 
vices, P.O. Box 1951, Fort Worth. 
TX 76101: A drilled and plated- 
printed circuit board for S20.00. 
A kit of all board-mounted parts 
and the printed-circuit board for 
S65.00. The board is also avail- 
able assembled, tested, and cali- 
brated for S95.00. Prices are 
postpaid in the U.S. Allow from 4 
to 6 weeks for delivery. Texas 
residents must add appropriate 
sales tax. 
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FIG. 3— ANY KIND OF CABINET can be used for the main circuit. Even the layout of the 
cabinet-mounted components isn't critical. If you wish to use a PC board, the pattern is 
shown in PC Service. 

the prototype is made from 70-feet of tion of the 15 ,734 Hz pulse from a TV 
No. 30 magnet wire wound on a %- set requires a rather large inductance 
X 4-inch ferrite rod salvaged from a having many turns of wire, rather than 
discarded AM radio. (Because recep- counting turns we are specifying the 



leniilh nf Ilk' u iiv li' Iv \wtiiul mi I ho 
ferrite core.) 

I lk 1 u hiding K >piv.ul v'\enl\ along 
the length oi the rod lu w ithin ', ..-inch 
of either end. (The rod can be inserted 
in a variable-speed drill because it 
yields a coil much neater and faster 
than hand winding.) Secure the wire 
with tape when finished, but leave 
three inches free for connection to a 
length of shielded cable. Tin both free 
ends and solder C2 and the shielded 
cable in parallel with the leads. Se- 
cure the shielded cable to the coil with 
tape and set the assembly aside. 

The antenna assembly is shown in 
Fig. 4. The enclosure for the antenna 
is made from a 5-inch length of Vi-in. 
I.D. plastic water pipe and two end 
caps. Drill a hole slightly larger than 
the shielded cable in one of the plastic 
caps and pass the shielded cable 
through the hole. Install an RCA-type 
phono plug on the free end of the 
cable. Then install a rubber grommet 
on each end of the ferrite rod and slide 
the antenna assembly into the plastic 
pipe. Do not cement the caps in place, 
just slide them on the pipe. 

Connect the antenna to the main 
circuit via Jl. 

Adjustment 

Place the antenna near an operating 
TV set and adjust C10 with a plastic 
continued on page 71 
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FREQUENCY STANDARD 

continued from page 58 



alignment-tool or a non-conducting 
screwdriver until the LED glows 
brightly without flicker, and the volt- 
age at test point TP2 is between 6 and 
10 volts. If you have problems with 
the above procedure, perform the fol- 
lowing tests: 

• Using an oscilloscope, observe the 
square- wave output at IC1 pin 3; it 
should be clean with no jitter, as 
shown in Fig. 5. Overcoupling of the 
antenna to the TV will cause too much 
signal on IC1 pin 2, which will result 
in an unstable output. 



• Check the operation of IC8 by tem- 
porarily jumping pin 9 to pin 16. The 
VCO output at IC8 pin 4 should be 
greater than 1 MHz but not greater 
than 1.1 MHz. Reducing the value of 
resistor R5 will increase the operating 
frequency. 

• Remove the jumper and check IC8 
pin 1 for a narrow negative pulse that 
indicates the PLL is locked. Connect 
a frequency counter through a x 10 
probe at test point TP1 and adjust CIO 
for a reading of 3579545 Hz when 6 
volts is applied to TP2 from an exter- 
nal power supply. In some cases, the 
value of C9 will need to be changed 



FIG. 5— THE FREQUENCY-STANDARD 
OUTPUT (bottom trace) should be jitter 
free. The top trace is the input from the 
antenna. 



slightly to allow a proper adjustment 
range for CIO. 

• Connect a frequency counter or a 
scope to output jack J2 and verify 
proper operation of the decade coun- 
ters and wiring of the frequency out- 
put select switch. The output level of 
the standard is adjustable between 
and 12 volts. 

Accuracy 

You may have noticed that the read- 
ings on your frequency counter may 
not be exactly 1.000 MHz when the 
output selector is set for 1 MHz. The 
worst-case error measured when the 
TV was tuned to a locally-originated 
TV program was 1-ppm (part per mil- 
lion), or 1 Hz at 1 MHz. When the TV 



is tuned to a network-originated pro- 
gram the error is less than 1 part in 
10-7, or 0.1 Hz at 1 MHz. (The local 
broadcasts are not always on the net- 
work atomic standard. Local news 
and local live productions use their 
own master oscillator. ) 

Set SI for a 3.58-MHz output and 
select a network-originated broad- 
cast. Then change the channel to a 
different network broadcast and note 
that the reading on the frequency 
counter is the same — you are thereby 
assured that the atomic standard is in 
use. Adjust the counter's timebase to 
exactly 3579545.45 Hz. If your fre-, 
quency counter has an external time- 
base input you can use the 1-second 
(1-Hz) or the '/lo-second (10-Hz) out- 
put from the standard to gate the 
counter for good accuracy without 
having to calibrate the counter or 
warm up its crystal oven (if it has an 
oven). 

The internal decade counters can 
be reprogrammed to divide by any 
number between 2 and 10, which 
makes a myriad of other output fre- 
quencies available to those wanting to 
customize the standard. R-E 



MULTIVIBRATORS 

continued from page 68 



ferentiating network. It converts the 
leading or trailing edge of the input 
waveform into suitable trigger pulses, 
as shown in Fig 14. 

The best way of triggering the 7555 
is to use one of the previously de- 
scribed medium-accuracy monosta- 
bles to generate a narrow (about 100 
ns) positive-going trigger pulse, and 
transistor-couple it to pin 2 of the 
7555, as shown in Fig. 15. Note in that 
circuit, and also the previous one, C2 
is used to decouple the trigger circuit- 
ry from supply transients. 

CMOS monostables 

A number of dedicated CMOS 
monostable IC's are available. The 
best of those devices are the 4047B 
monostable/ astable IC and the 4098B 
dual monostable.- It should be noted 
that both devices have rather poor 
pulse-width accuracy and stability. 
They are, however, quite versatile, 
and can be triggered by either the 
positive or the negative edge of an 
input signal, and can be used in the 
standard or the retriggerable mode. 

When the 4047B is used in the 
monostable mode, the trigger signal 
actually starts the astable and resets 
the counter, driving its q output high. 
After a number of astable cycles, the 
counter flips over and simultaneously 
switches the q output low. Con- 
sequently, the circuit will produce rel- 
atively long output pulses; the period 
is approximately 2.5 X Rl X CI. 

In practice, Rl can have any value 
from 10K to 10 megohms, and CI 
must be non-polarized with a value 
greater than 1000 pF. Figure 16 shows 
how to connect the 4047B in the re- 
triggerable mode. It can be reset at 
any time by pulling pin 9 high. 

The 4098B dual monostable has 
two sections that share common sup- 
ply connections, but can otherwise be 
used independently. The timing 
period of both monostables is con- 
trolled by a single resistor (Rl) and 
capacitor (CI), and is approximately 
0.5 X Rl x CI . Resistor Rl can have 
any value from 5K to 10 megohms, 
and CI can have any value from 20 pF 
to 100 |xF. Figure 17 shows the 4098B 
used as a retriggerable monostable 
that is triggered by a negative input 
edge. R-E 




FIG. 4— THE ANTENNA IS HOUSED in a section of PVC pipe. Note that one end cap must 
be p re-installed on the antenna's connecting cable. 



